Issues

# Project Tracker Status Priority Subject Assignee Updated

8861 uBoone Operations Support Resolved Normal HV Monitoring Sarah Lockwitz 10/09/2015 07:08 AM
8748 uBoone Operations Necessary Maintenance Accepted Normal Drift HV cable flange needs to be secured Sarah Lockwitz 06/02/2015 10:44 AM
8719 uBoone Operations Necessary Maintenance Accepted Normal Dress RS-232 to USB cable in back of drift HV rack Sarah Lockwitz 06/02/2015 10:43 AM
8747 uBoone Operations Necessary Maintenance New Normal Establish final length of HV drift cable Sarah Lockwitz 05/12/2015 03:08 PM
8746 uBoone Operations Necessary Maintenance New Normal Connect HV drift cable from cryostat to filter pot Sarah Lockwitz 05/12/2015 03:07 PM
8728 uBoone Operations Necessary Maintenance New Normal Write procedure to power down Drift HV rack Sarah Lockwitz 05/12/2015 03:00 PM
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